Introduction {#ss1}
============

Recently, a series of reports have shown the efficiency of electric acoustic stimulation (EAS) in patients with residual acoustic hearing in the lower frequencies \[[@CIT0001]\]. The development of techniques such as soft surgery when performing cochleostomy \[[@CIT0002]\], round window insertion \[[@CIT0003]\], use of atraumatic electrodes \[[@CIT0004; @CIT0005]\], and postoperative steroid administration has enabled preservation of residual hearing after cochlear implantation (CI) surgery.

Current techniques of CI also facilitate remarkable improvement in hearing ability. However, consideration must still be given to the complications that can accompany a CI.

One possible such complication is impairment of vestibular function with resulting vertigo symptoms. The incidence of this complication as reported in the literature varies widely from 0.33% to 75% \[[@CIT0006]\].

Although numerous studies have reported the effects of CI on the vestibular function in deaf patients, there have been no reports examining the vestibular function in patients who had residual hearing at lower frequencies, or of the postoperative effects on vestibular function of new atraumatic concepts of electrode and surgical techniques.

We recently published a preliminary report that the round window approach (RWA) is preferable from the viewpoint of vestibular function \[[@CIT0007]\].

The aim of the present study was to further examine the changes in vestibular functions after implantation in patients who underwent EAS CI.

Material and methods {#ss2}
====================

Patients {#ss3}
--------

Thirteen patients (four males and nine females) who underwent EAS CI in our center were included in this study after obtaining informed written consent. The study was carried out with the approval of the Shinshu University Ethical Committee.

The age at implantation ranged from 30 to 60 years, and the mean age was 45.2 years. All patients fulfilled the following inclusion criteria: post-lingually acquired, bilateral sensorineural hearing loss (HL) with pure tone thresholds of \<65 dB HL at the low frequencies (125, 250, and 500 Hz), of ≥80 dB HL at frequency 2 kHz, and of ≥85 dB HL at frequencies \>4 kHz, and monosyllabic word recognition scores in quiet of ≤60% at 65 dB sound pressure level (SPL) in both ears in best-aided condition. Subjects were still included in this study if one of these frequencies was out of the mentioned decibel levels by only 10 dB or less.

Cochlear implantations {#ss4}
----------------------

We performed CI with full insertion of the ME-DEL FLEX^EAS®^ electrode (MED-EL, Innsbruck, Austria) in all patients.

All surgeries were performed by a single surgeon and the RWA was applied for electrode insertion. Systemic antibiotics and dexamethasone were administered peri- and postoperatively. Residual hearing was successfully preserved in all patients (data not shown).

Vestibular testing {#ss5}
------------------

The patients were examined by caloric testing and vestibular evoked myogenic potential (VEMP) before or after implantation, or both, to obtain data on semicircular canal function and otolithic function, respectively.

In VEMP testing, electromyography (EMG) was carried out using a pair of surface electrodes mounted on the upper half and the sterna head of the sternocleidomastoid (SCM) muscle. The electrographic signal was recorded using a Neuropack evoked potential recorder (Nihon Kohden Co. Ltd, Tokyo, Japan). Clicks lasting for 0.1 ms at 105 dBnHL were presented through a headphone. The stimulation rate was 5 Hz, the bandpass filter intensity was 20--2000 Hz, and analysis time was 50 ms. The responses to 200 stimuli were averaged twice. Because the amplitude of the VEMP based on the unrectified EMG is correlated with the activity of the SCM muscle during the test \[[@CIT0008]\], we measured the activity of the SCM muscle using the background integrated EMG response, the area under the averaged rectified EMG curve, from --20 ms to 0 ms before the sound stimulation. The correction of the amplitude was calculated as follows \[[@CIT0009]\]:

Corrected amplitude (ms^--1^) = amplitude of the averaged unrectified EMG (micro V)/background integrated EMG (micro V ms)

In caloric testing, maximum slow phase velocity (SPV) was measured by cold water irrigation (20°C, 5 ml, 20 s). We defined below 10°/s of SPV as areflexia and between 10 and 20°/s as hyporeflexia.

Statistical analysis {#ss6}
--------------------

SPSS for Windows software (Chicago, IL, USA) was used for all analyses, and paired *t* test was applied when comparing differences in preoperative and postoperative vestibular functions. Statistical significance was set at *p* \< 0.05.

Results {#ss7}
=======

The results are summarized in [Table I](#T1){ref-type="table"}.

###### 

Summary of patients\' details.

  Patient no.   Age (years)/sex   Implanted side   Caloric test (°/s)               VEMP (ms^--1^)                                                                                                                 
  ------------- ----------------- ---------------- -------------------------------- -------------------------------- ---------------------------------- ---------------------------------- ------- ------- ------- -------
  1             41/M              R                NA                               22.28                            NA                                 20.74                              NA      0.060   NA      0.068
  2             47/F              L                NA                               24.41                            NA                                 9.09[†](#T1-F2){ref-type="fn"}     NA      0.029   NA      0.022
  3             40/F              L                22.67                            24.65                            17.61[\*](#T1-F1){ref-type="fn"}   17.76[\*](#T1-F1){ref-type="fn"}   0.055   0.053   0.041   0.061
  4             60/F              R                0[†](#T1-F2){ref-type="fn"}      0[†](#T1-F2){ref-type="fn"}      6.05[†](#T1-F2){ref-type="fn"}     0[†](#T1-F2){ref-type="fn"}        0.017   0.012   0.029   0.022
  5             46/F              R                4.46[†](#T1-F2){ref-type="fn"}   8.31[†](#T1-F2){ref-type="fn"}   15.14[\*](#T1-F1){ref-type="fn"}   19.94[\*](#T1-F1){ref-type="fn"}   0.012   0.015   0.024   0.025
  6             39/F              L                52.84                            50                               46.26                              38.76                              0.027   0.023   0.028   0.047
  7             47/F              R                26.64                            28.2                             22.18                              27.31                              0.020   0.018   0.024   0.022
  8             30/M              R                29.62                            39.65                            31.1                               14.69                              0.062   0.032   0.045   0.028
  9             40/M              L                24.94                            29.39                            38.11                              23.4                               0.026   0.019   0.046   0.025
  10            35/F              L                23.18                            22.91                            22.24                              21.96                              0.025   0.026   0.030   0.040
  11            52/M              R                22.57                            22.02                            22.44                              22.98                              0.018   0.020   0.023   0.017
  12            51/F              L                52.57                            45.97                            50.26                              54.95                              0.036   0.033   0.041   0.026
  13            59/F              L                49.18                            43.44                            54.3                               43.44                              0.010   0.008   0.038   0.024

NA, not available.

Hyporeflexia.

Areflexia.

Semicircular canal function {#ss8}
---------------------------

Preoperative evaluation was performed bilaterally. Three of 11 patients (27%, nos 3, 4, and 5) showed areflexia or hyporeflexia in caloric testing. Patient no. 4 had bilateral areflexia, no. 5 had implanted ear areflexia and non-implanted ear hyporeflexia, and no. 3, had hypoflexia only in the non-implanted ear.

Postoperative caloric testing was obtained after 1 month or more. All 13 patients underwent postoperative caloric testing and 11 of them were also examined before the EAS implantations. Two (nos 4 and 5) of 13 patients (15%) had abnormal postoperative caloric test results in the implanted ear, although both of them also had abnormal results before implantations. [Figure 1](#F1){ref-type="fig"} shows the caloric response before and after EAS implantations for the implanted ear. Compared with before implantations, the results after implantations were unchanged in all of the 11 patients who underwent both preoperative and postoperative testing. One patient (no. 4) had areflexia both before and after implantation. The mean SPV was 28.06°/s preoperatively (SD = 17.61) and 28.68°/s postoperatively (SD = 15.53). There were no significant differences between results before and after implantations in caloric testing (*p* = 0.67).

![Results of caloric testing before and after EAS implantations in the implanted ear. There were no significant differences between preoperative and postoperative results (*p* = 0.67). MSV, maximum slow eye velocity.](OTO-133-1128-g001){#F1}

Otolithic function {#ss9}
------------------

When preoperative evaluation was performed, no patients showed absent response in VEMP.

Postoperative VEMP was obtained after 1 month or more. All 13 patients underwent postoperative VEMP and 11 of them were also examined before EAS implantations. No patient had absent VEMP response in the implanted ear. [Figure 2](#F2){ref-type="fig"} shows corrected VEMP amplitudes before and after EAS implantations for the implanted ear. Although one (no. 8) of the 11 patients (9%) had a decreased response in corrected VEMP amplitude, corrected VEMP amplitudes after implantations were unchanged in all but one of the patients, when compared with preoperative results. The mean corrected amplitude was 0.028 preoperatively (SD = 0.017) and 0.023 postoperatively (SD = 0.013). There were no significant differences between results before and after implantation in VEMP testing (*p* = 0.095).

![Results of VEMP before and after EAS implantations in the implanted ear. There were no significant differences between preoperative and postoperative results of VEMP testing in EAS implanted ears (*p* = 0.095). Corrected amplitude was used to compare the results.](OTO-133-1128-g002){#F2}

Discussion {#ss10}
==========

Previous reports showed that the frequencies of 'preoperative\' vestibular disorders in profound hearing loss patients were about 30--73% in caloric testing \[[@CIT0010; @CIT0011; @CIT0012; @CIT0013; @CIT0014]\] and about 11--65% in VEMP \[[@CIT0010; @CIT0011; @CIT0012; @CIT0013; @CIT0014; @CIT0015]\].

In this study, we found that the 'preoperative\' frequencies of vestibular disorders in hearing loss patients with residual hearing who received EAS were 27% and 0% in caloric testing and VEMP, respectively.

This finding suggested that vestibular function of the patients who underwent EAS was relatively good compared with the patients with profound hearing loss who underwent conventional CI.

In this study, to preserve such good vestibular function, atraumatic CI surgery (RWA with flexible thin electrode) was performed. Although one patient showed a decreased VEMP result, there was no hypofunction in postoperative caloric testing when compared with preoperative results in the implanted ear.

According to previous reports, various frequencies of postoperative deterioration in vestibular function were demonstrated. Postoperative hypofunction was found in 6--58% in the caloric testing \[[@CIT0010; @CIT0011; @CIT0012; @CIT0013; @CIT0014; @CIT0016; @CIT0017; @CIT0018]\], and 13--86% in VEMP \[[@CIT0010; @CIT0011; @CIT0012; @CIT0013; @CIT0014; @CIT0015]\]. One of the reasons for such variation is probably the surgical technique applied.

Todt et al. reported that hypofunction of postoperative VEMP was seen in 50% of patients who underwent cochleostomy and 13% of those with RWA Also, abnormal postoperative caloric testing results were seen in 42.9% of the patients who underwent cochleostomy and 9.4% of those who had the RWA \[[@CIT0010]\].

Temporal bone studies have shown that an electrode insertion into the scala vestibuli involves damage of the osseous spiral lamina, basilar membrane, and vestibular receptors. The saccule was the most frequently damaged vestibular receptor, followed by the utricle and the semicircular canals \[[@CIT0019]\].

However, when the electrode was inserted into the scala tympani, no vestibular damage was found \[[@CIT0019]\]. Adunka et al. evaluated cochlear implant electrode insertions through the round window membrane histologically and reported that smooth implantations via round the window membrane resulted in deep, atraumatic insertions into the scala tympani \[[@CIT0020]\]. Unintentional lesions to the basilar membrane can be avoided by using the round window as an exact anatomic landmark that is always in direct continuity with the scala tympani \[[@CIT0020]\]. Previous histological and clinical studies clearly showed that the RWA is the technique that preserves the vestibular functions to the greatest extent and therefore is better than cochleostomy.

In the present study, the FLEX^EAS^ electrode was used for all of the patients. The cross-sectional diameter of the electrode is smaller than a conventional electrode, varying from 0.33 by 0.49 mm at the apex and to 0.8 mm at the basal, and a major feature of the device is its superior flexibility. Histology and dissection of human temporal bones performed by Adunka et al. confirmed the atraumatic character of this device \[[@CIT0020]\]. Insertion forces with the conventional array and FLEX array were measured in an acrylic model of the scala tympani, demonstrating that insertion force could be reduced significantly by more than 40% with the FLEX^EAS^ electrode \[[@CIT0004]\]. As in our previous study \[[@CIT0007]\], such a smaller diameter and more flexible electrode might enable less damage to not only the cochlear tissue, but also the vestibular organs.

In conclusion, patients undergoing EAS implantation have good vestibular function compared with the vestibular function of the patients with profound hearing loss. It is important to preserve not only residual hearing but also the vestibular function of the implanted ears, using atraumatic surgical techniques. The RWA with soft electrode is preferable to decrease the risk of damage to vestibular function.
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